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Abstract. An accuracy problem of strain measurement at compression split Hopkinson compression bar experiments with a splitting-beam 
laser extensometer was considered. The splitting-beam laser extensometer technique was developed by Nie et al. to measure strain of a spec-
imen during its tension under a high strain rate loading condition. This novel concept was an inspiration for the authors to develop own laser 
extensometer system, which allows for simultaneous and independent measurement of displacement of bar ends between which a compressed 
material specimen is placed. In order to assess a metrological property of this measuring system, a wide range of high strain rate experiments 
were performed, including tests with various sample materials (Al 5251, Cu OFE) with different rate of strain, and with the use of two bars 
material. A high accuracy of the developed laser extensometer was found in measurement of specimen strain, for which uncertainty is not greater 
than 0.1% and, for a typical specimen dimension, the maximum permissible error is 4.5 μm.
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The simplest approach is to use a high speed digital camera 
to photograph the specimen deformation [10, 11]. The camera 
is focused on the entire gauge section and part of the non-
gauge section at both ends to achieve a sufficient image with 
the highest resolution possible. Due to motion analysis of the 
selected characteristic points, defining the strain gage length, 
a strain-time relationship can be determined. However, due 
to the limited frame rate and its corresponding resolution of 
a contemporary high speed camera, the obtained results did not 
provide sufficient data points to construct a full stress-strain 
curve [8].

The high-rate digital image correlation (DIC) is a further 
development of the above described techniques [12, 13]. In 
this case, information about specimen deformation is given 
by motion analysis of a large number of points (speckle) 
spreading over the surface of the specimen gauge length [14, 
15]. A random speckle pattern is generated by a spraying black 
paint and a white base layer directly onto the surface of the 
specimen. Thus, DIC provides highly valuable information on 
dynamic full-field strain measurements in the specimen, how-
ever, the above-mentioned limitations resulting from the usage 
of a contemporary high speed camera and an extreme difficulty 
in acquiring a large quantity of high-resolution images at very 
high frame rates do not allow for constructing a precise stress-
strain curve [8].

Another strain measuring technique is the interferomet-
ric-strain-gauge method, which is one of the first diagnostic 
techniques applied to straightforward non-contact measurement 
of specimen strain in SHPB testing. Sharpe et al. [16] used this 
method for evaluation of strain uniformity in the compressed 
specimen by comparison of surface strain at the specimen mid-
point to the average strain calculated from the conventional 
Kolsky bar analysis. They found that the midpoint strain and 
the average strain agree quite well. Recently, Casem et al. have 

1. Introduction

A common practice in split Hopkinson pressure bar (SHPB) 
experiments and Kolsky bar experiments is to use a reflected 
pulse to calculate the specimen strain [1]. However, in many 
cases, the reflected pulse may not be reliable due to complex 
effects arising from loading dynamics and contact conditions 
between the specimen and the bars [2]. For example, when the 
compression SHPB is used to perform dynamic experiments 
on specimens made of high strength materials with a diameter 
much smaller than the bar diameter, the assumption of a planar 
wave in the bars may be violated because of elastic indenta-
tion of the specimen into the bar ends (punching effect) [3, 4]. 
It may result in a significant error in the strain measurements 
of the specimen, particularly when specimen strain is small. 
In order to limit the punching effect, high stiffness and high 
strength platens are placed between the bars and the specimen 
[5]. However, the introduction of the platens may cause wave 
disturbances resulting from a wave impedance mismatch and 
imperfections of the contact surfaces (e.g. parallelism, flatness). 
Similar problems occur in tensile SHPB, where the stress wave 
is disturbed at the interfaces of adapters, couplers as well as 
threads [6, 7]. Moreover, deformation non-uniformity of the 
specimen gauge section is an additional source of errors in 
strain measuring in high strain rate tension tests [8, 9]. There-
fore, in the SHPB experiments, the strain measurements pose 
a great challenge and require an advanced measuring technique, 
particularly while determining the stress–strain response of ma-
terials at small strains. Non-contact measuring methods are an 
alternative for the conventional specimen strain calculation with 
the reflected pulse.
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applied an interferometric technique to measure the displace-
ment of the incident and transmitted bars in the small diameter 
SHPB arrangement, which allowed investigating Al 6061-T6 
alloy with a very high strain rate (order of 105 1/s) [17, 18].

Another non-contact method used for measuring strain is the 
laser extensometer. It consists of three major components: op-
tical system for generating a laser sheet, optoelectronics system 
for collecting the light, and mounting systems. The basic prin-
ciple of operation of this measuring system is relatively simple. 
When a specimen is deformed, the change in dimensions of 
a specimen or a gap between front bars surfaces causes the 
change in amount of the light collected by the detector located 
behind the specimen. Thus, by recording the output of the pho-
todiode during the test and using calibration data (relationship 
between the voltage output and dimensions of the specimen), 
deformations of the specimen during the SHPB experiment are 
obtained. Ramesh and Narasimhan applied this technique for 
measuring radial strain of a specimen compressed under SHPB 
loading condition with the use of a measuring system called 
laser occlusive radius detector (LORD) [19]. This approach was 
also applied to a tension SHPB experiment, with satisfactory re-
sults, by Li et al. [20], who studied the dynamic tensile behavior 
of several metallic alloys and composites. However, a slight 
variation in laser intensity along the measurement gauge section 
may induce a significant error, particularly in the case of tests 
at small strains. Recently, therefore, Nie et al. [21] have pro-
posed a novel measuring technique called splitting-beam laser 
extensometer, which allowed for measuring the motions of the 
incident and transmission bar ends independently, thus offering 
better chances to improve the accuracy of strain determination. 
This innovative measuring idea was an inspiration for the au-
thors to develop their own measuring system, based on which 
the accuracy problem of specimen strain measurement with 
a splitting-beam laser extensometer technique in compression 
SHPB experiments was considered.

The paper is organized as follows: Section 2 is devoted to 
the description of the used SHPB arrangement and experimental 
conditions. The design and operation of a splitting-beam laser 
extensometer and an analysis of factors affecting its measuring 
accuracy are presented in Section 3. A description of experi-
mental investigations verifying the accuracy of the tested mea-
suring system under different conditions of SHPB experiments 
and discussion on the obtained results are included in Section 4.

2. Experimental set-up

The dynamic tests were performed using the classical split 
Hopkinson compression bar technique (Fig. 1). The basic pa-
rameters of the system are as follows: input and output bar 
length – 1200 mm, striker bar length – 250 mm, all the bars 
diameter – 12 mm. The striker bar was driven by a compressed 
air system with a barrel length and diameter equal to 1200 mm 
and 12.1 mm, respectively. The velocities applied during the 
experiment were in the range of 6 to 12 m/s. In order to limit 
Pochhammer-Chree oscillations, a pulse wave technique was 
applied (copper disk – 3 mm in diameter and 0.2 mm in height) 

[22, 23]. The plastic flow stress of the sample material was 
determined according to the classical Kolsky theory (based on 
the transmitted wave pulse). In turn, the strain and a strain rate 
were determined on the basis of the reflected signal recorded 
by the strain gauge glutted on the input bar as well as by an 
optical extensometer. A detailed description of the non-contact 
measurement system is presented in Section 3.

The measurement system consisted of an amplifier strain 
gauge SGA-0B V5 Wheatstone bridge with signal conditioning 
amplifiers, ESA Messtechnik characterized by a high cut-off 
frequency of 1 MHz and LeCroy WJ354A high-speed digital 
oscilloscope was used to register the waves signals propagating 
through the bars. The SHPB system was carefully aligned and 
calibrated to obtain high quality measurement pulses of the 
waves. In Fig. 2, the example of raw oscilloscope signals 
showing smooth and undisturbed wave profiles is presented.

In order to provide a comprehensive assessment of the me-
trological characteristics of the optical extensometer, the dy-
namic tests carried out under different experimental conditions, 
i.e., for two kinds of materials used for the bars and two kinds 
of materials used for the samples. Aluminum alloy Al 7075-T6 
(sound wave velocity – 5170 m/s) bars and maraging steel grade 
MS350 (sound wave velocity – 4866 m/s) bars were employed 

Fig. 1. View of the arrangement used for classical split Hopkinson 
compression bar

Fig. 2. The raw waves signals measured by the strain gages for alu-
minum specimen
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in the experiments. The verifying tests were performed for two 
types of the materials, used for samples, with different strength 
and density: 5251 aluminum as-received and OFE copper as-re-
ceived. Samples made of Al 5251 were tested on SHPB with 
aluminum alloy bars due to their low impedance.

The dimensions of the cylindrical samples were as follows: 
diameter – 5 mm, height – 5 mm. Four tests were carried out 
for each material of the sample. The dimensions of the samples 
were measured by means of micrometers with measurement 
uncertainty equal ± 3 μm.

3. Laser extensometer – accuracy analysis

Based on the concept of an optical extensometer described in 
[21, 24], the system for measuring the displacements of bars’ 
ends is shown in Fig. 3.

The He-Ne laser beam is formed with Powell lens into a thin 
line with a uniform intensity distribution and then collimated by 
plano-convex spherical lens. The light passes through the gap 
between the incident and the transmitted bar, where the sample 
is placed. Next, the laser beam is divided in two independent 
sub-beams using a knife edge right angle prism mirror. The light 
power in each sub-beam is associated with the current instan-
taneous position of the bars’ ends on which the light impinges. 
The individual sub-beams are then focused on the detectors 
recording a change in the light intensity.

Low-noise Thorlabs PDA36A detectors and Aligent 
DSO7034B oscilloscope were used to collect the signals and 
store the measured data. The Thorlabs detectors work with 
bandwidth equal to 1 MHz. It should be noted that this band-
width is sufficient and recommended for the split Hopkinson 
compression bar experiments [1, 25]. Detectors worked with 
20 dB gain and typical noise ratio equal 0.25 mV.

The voltage value measured by oscilloscope is dependent 
on the current position of the bar end. It can be expressed with 
the following equation [26]:

 U = tg ∙ R(λ) ∙  Rload
Rload + Rs

 ∙ I, (1)

where: tg [V/A] – transimpedance gain, R(λ) [A/W] – detector 
responsivity, Rload – load resistance, Rs – detector resistance, 
I [W] – input light power.

Examples of voltage at the output of the detectors are shown 
in Fig. 4.

On the other hand, a change of the position of the bar end 
on which the light impinges can be expressed, using (1), in the 
following form:

 ∆l = a ∙ ∆U = a ∙ tg ∙ R(λ) ∙  Rload
Rload + Rs

 ∙ ∆I, (2)

where: a – slope of the calibration line, ∆I – change of light 
intensity.

Fig. 4. Raw waves signals measured by the laser extensometer, input 
bar, brown – Detector 1, output bar, green – Detector 2

Fig. 3. The scheme of the laser extensometer and the arrangement; 
1 – Powell lens, 2 – plano-convex spherical lens, 3 – knife edge right 

angle prism mirror, 4 – detectors

In this system, a 5 mW He-Ne laser was used for generating 
coherent light, the power of which varies by less than 2.5% 
within 8 hours of operation. He-Ne laser generates light with 
higher stability as compared to the semiconductor laser both in 
terms of light power as well as its length.
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However, the strain of the sample, which is placed between 
the bars ends on which the light impinges, can be calculated 
according to the following relation:

ε = ∆lin ¡ ∆lout
ls

, (3a)

ε = [(a ∙ ∆U)in ¡ (a ∙ ∆U)out]
1
ls

, (3b)

ε = [(a ∙ tg ∙ R(λ) ∙  Rload
Rload + Rs

 ∙ ∆I)
in

  

ε ¡ (a ∙ tg ∙ R(λ) ∙  Rload
Rload + Rs

 ∙ ∆I)
out

] 1
ls

,
 (3c)

where: ε – strain, ls – sample thickness, ∆lin – displacement of 
the input bar end, ∆lout – displacement of the output bar end, 
the index in refers to the detector track related to the input bar, 
and out – to the one related to the output bar.

The key issue for high accuracy determination of the sample 
strain is to precisely carry out the calibration process resulting in 
determination of the parameter a, occurring in the formula (3c).

The calibration process of the optical extensometer was 
performed using the gauge blocks. It consisted in placing a se-
lected gauge block between the faces of the lightening bars 
and reading out the voltage value from the oscilloscope. The 
gauge blocks with increasing thickness of 0.1 mm in the range 
of 1 to 2.5 mm were used. The results of the calibration process 
for both detectors are shown in Fig. 5. It was found that for 
both detectors (Detector 1, Detector 2) displacement – voltage 
lines (calibration lines) are characterized by a linear relation 
(Fig. 5a). A coefficient of multiple correlation R2 in both cali-
bration lines was equal to 0.9998 and measurement uncertainty 
was equal to 5.99 μm/V and 7.29 μm/V for Detector 1 and 2, 
respectively. The calculated coefficients of the calibration lines 
slope were 1.7329 mm/V and 1.7352 mm/V, respectively.

Additionally, some calibration curves for five different po-
sitions of the gap(s) relative to the laser sheet shifted in the 
increment of 0.5 mm are presented in Fig. 5b.

A comparison of normalized calibration lines shows their 
high parallelism, which proves that distribution of radiation 
power in the laser sheet is characterized by high uniformity.

Generally, the uncertainty of measurement displacement 
of the bars ends is not only dependent on uneven distribution 
of power in the laser beam after passing through the Powell 
lens [21], but also on electrical noise of signals, fluctuations 
in a signal power laser source and external lighting conditions 
during tests. The level of electrical noise observed during the 
tests was low and equal on average to 0.1063 mV. In turn, an 
influence of fluctuations of a power laser source on the uncer-
tainty of the specimen strain determination was estimated using 
the following formula:

 δε = j(a ∙ tg ∙ I)in ¡ (a ∙ tg ∙ I)outj ∙ 
R(λ)

ls
  Rload
Rload + Rs

jδI
I j, (4)

where: I = Iin + Iout, Iin – power of the laser beam incident on 
the Detector 1 and Iout – on Detector 2, δI – change of the light 
intensity, also called a power drift, generated by the He-Ne laser.

Assuming that the product of the gain and light intensity is 
constant for both detectors, relationship (4) is simplified to the 
form:

 δε = jain ¡ aoutj ∙ tginIin
R(λ)

ls
  Rload

Rload + Rs
jδI

I j. (5)

The uncertainty of strain measurement determined on equation 
(5) shall not be greater than 14 μm/μm. It has been determined 
for the maximum drift of mean power, which in the case of the 
used gas laser is not higher than 2.5% after 8 hours of work 
[26]. In the actual experiment, the overall average duration of 
2–3 hours should be 2 to 5 times shorter. In addition, the effect 
of fluctuation can be minimized by performing additional cali-
brations carried out before each series of tests, since the change 
of laser power is a slowly in time varying function. It should be 

Fig. 5. Calibration lines: a) for Detectors 1 and 2; b) normalized cal-
ibration lines for Detector 1 vs. horizontal position s. The lines were 

shifted in the increment of 0.2 for ease of comparison
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noted that this uncertainty is a linear function of the intensity 
of the light incident on the detector.

In order to minimize the influence of lighting conditions 
on the quality of the signal measured by the detector, the tests 
were performed in a shaded room with artificial light sources 
switched off.

Taking into account the above factors affecting the quality 
of the detector signal, the relative uncertainty of the sample 
deformation measurement shall not exceed 0.09%.

For samples with a length of 5 mm, this uncertainty is only 
4.5 μm (R2 = 0.9998), whereas the uncertainty in determining 
the slope coefficients of the calibration lines has the greatest 
impact on this value. For example, if R2 parameter for the slope 
coefficients of the calibration lines is equal to 1, the measure-
ment uncertainty of the length shall be about 300 nm.

Further reduction of the measurement uncertainty may occur 
only through application of optoelectronic devices characterized 
by very low own noise, high power stability and uniformity of 
the laser beam.

4. Results and discussion

In order to assess the accuracy of measurement of the optical 
extensometer, there was carried out a comparative analysis of 
the strain amount calculated using two methods: 1-wave anal-
ysis (Kolsky method) and a method based on the measurement 
results of the optical extensometer. The maximum strain values 
calculated using the above methods were determined and desig-
nated: εwave, εopto, respectively; they are presented in Table 1. In 
addition, Table 1 shows the difference between the maximum 

strain measured with the non-contact method was lower than 
that obtained using the Kolsky method.

Comparison of the strain history for the specimens made 
of the tested materials (Fig. 6) provide additional information 
about the differences in the values of strain for samples calcu-
lated on the basis of data obtained with the above-mentioned 
methods. In all the considered cases of specimens materials, 
in the initial phase of strain measurement, there occurs a great 
compliance between the results obtained with the 1-wave 
analysis and the optical extensometer (strain equal to approx-
imately 0.02).

Table 1 
Comparison of strain εopto and εwave determined for specimens  

made of different materials (Al 5251, Cu OFE)

test εwave εopto εwave – εopto

Al 5251

1 0.21283 0.20120 0.01163

2 0.20453 0.19640 0.00813

3 0.17797 0.16500 0.01297

4 0.16007 0.15050 0.00957

Cu OFE

1 0.14120 0.12620 0.01500

2 0.11010 0.09720 0.01290

3 0.23883 0.20450 0.03433

4 0.22299 0.19090 0.03209

strain determined from measurements carried out using the op-
tical extensometer and the Kolsky method.

The smallest difference occurred in the case of the material 
with the lowest density, i.e., 5251 aluminum (average difference 
value 0.0106). It should be emphasized here that the maximum 

Fig. 6. Comparison of strain history in the specimens obtained from 
strain gage (dashed lines) and laser extensometer measurments (solid 
lines): a) Al 5251, b) Cu OFE. The lines were shifted in the increment 

of 25 ms for ease of comparison

(a)

(b)

In the case of material with the lowest plastic flow stress, 
i.e., Al 5251 (Fig. 6a), the differences in the waveforms are 
relatively small. In Fig. 6b, an additional influence of the strain 
rate on a difference in waveforms of strain vs. time curves for 
samples made of Cu OFE can be observed. Curves 1 and 2 were 
obtained on the basis of the tests performed at the strain rate of 
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1200 1/s, whereas the strain rates for tests 3 and 4 were equal 
to approximately 2000 1/s.

The strain vs. time courses differ mainly with a slop angle of 
curves, which results in differences in the average values of the 
specimens strain rate. Table 2 compares the average strain rates 
calculated on the basis of linear approximation of the strain vs. 
time curve in the range of the most linear characteristic. The 
calculated values of ε ̇ wave were greater than ε ̇ opto, however, the 
greatest differences occurred for tests with the specimens made 
of Cu OFE which deformed with the highest strain rate.

Table 2 
Comparison of strain rates ε ̇ opto, ε ̇ wave determined for specimens 

made of different materials (Al 5251, Cu OFE)

test ε ̇ wave ε ̇ opto ε ̇ wave – ε ̇ opto

Al 5251

1 1840 1770 –70

2 1730 1740 –10

3 1560 1480 –80

4 1350 1310 –40

Cu OFE

1 1470 1370 –100

2 1160 1050 –110

3 2480 2180 –300

4 2290 2010 –280

The differences in the strain vs. time curves are clearly re-
flected in the profile of stress vs. strain curves (Fig. 7). The 
stress vs. strain curves, obtained based on the results from the 

Fig. 7. The engineering compression stress-strain curves from strain gage (dashed lines) and laser extensometer measurments (solid lines) of: 
a) Al 5251, b) Cu OFE

(a) (b)

laser extensometer in the range of plastic deformation, are above 
the curves obtained using a 1-wave analysis. These differences 
are more evident for the higher strain and a higher strain rate. 
The greatest differences are 7.7 MPa and 20 MPa for Al 5251 
and Cu OFE, respectively. The highest compliance of stress vs. 
strain curves determined with both methods is found for Cu 
OFE in the case of tests 1 and 2 conducted for a low strain rate 
(the difference is not greater than 7 MPa).

5. Summary

In the authors’ opinion, a splitting-beam laser extensometer 
technique is an excellent tool for strain measurement of a 
specimen loaded under Kolsky compression bar experiments. 
It enables strain measurement with accuracy not less than 0.1%, 
which corresponds to measurement uncertainty at the level 
lower than 5 μm. High accuracy of the discussed measurement 
system was experimentally verified for selected conditions of 
the experiment, i.e., type of bar materials, specimen materials 
(Al 5251, Cu OFE) and various strain rates (1100 – 2500 1/s). 
A comparison of stress-strain curves shows that the level of 
strains determined with a non-contact method is lower com-
pared to the values determined with 1-wave analysis (strain 
gauge technique) independently on the assumed conditions of 
the experiment. The presented non-contact method of the strain 
measurement can be used in research into porous, soft and low 
strength materials compared to the strength of the bars mate-
rials. The method eliminates the problems associated with noise 
and low transmitted signal level. It should be noted that in the 
case of testing the high strength materials, the results obtained 
with laser extensometer may be encumbered with greater errors 
due to the punching effect [3, 4].
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